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Abstract: Microscopy is considered as the gold standard for malaria diagnosis although its wide application is limited by 
the requirement of highly experienced microscopists. PCR and serological tests provide efficient diagnostic performance 
and have been applied for malaria diagnosis and research. The aim of this study was to investigate the diagnostic perfor- 
mance of nested PCR and a recently developed an ELISA-based new rapid diagnosis test (RDT), NovaLisa test kit, for di- 
agnosis of malaria infection, using microscopic method as the gold standard. The performance of nested-PCR as a ma- 
laria diagnostic tool is excellent with respect to its high accuracy, sensitivity, specificity, and ability to discriminate Plasmo- 
dium species. The sensitivity and specificity of nested-PCR compared with the microscopic method for detection of Plas- 
modium falciparum, Plasmodium vivax, and P. falciparum/P. vivax mixed infection were 71 .4 vs 1 00%, 1 00 vs 98.7%, and 
1 00 vs 95.0%, respectively. The sensitivity and specificity of the ELISA-based NovaLisa test kit compared with the micro- 
scopic method for detection of Plasmodium genus were 89.0 vs 91 .6%, respectively. NovaLisa test kit provided compa- 
rable diagnostic performance. Its relatively low cost, simplicity, and rapidity enables large scale field application. 
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INTRODUCTION 

Malaria is one of the major public health problems in tropi- 
cal countries affecting more than 300 million people around 
the world with 2-3 million deaths annually. The global popula- 
tions at risk are more than 40%. In Thailand, Plasmodium falci- 
parum and Plasmodium vivax are responsible for the majority of 
cases [1]. Rapid and accurate diagnosis is therefore important 
in case detection and management. The conventional method 
by clinical diagnosis based on patients'signs and symptoms, in- 
cluding fever, headache, weakness, myalgia, chills, dizziness, 
abdominal pain, diarrhea, nausea, vomiting, anorexia, and 
pruritus are non-specific and provide variable results [2]. Mi- 
croscopic examination by light microscopy is recognized as the 
"gold standard" for definitive malaria diagnosis, but requires 
experienced microscopists and implementation of good quality 
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control and assurance system [3]. Non-microscopic techniques 
used in malaria diagnosis include those which detect parasite- 
specific antigens/products in patient blood, antibodies against 
malaria parasites, or parasite nucleic acids [2]. Most can differ- 
entiate different Plasmodium species. For malaria antigen detec- 
tion, various immune-chromatographic test kits, the rapid di- 
agnosis tests (RDTs), offer a useful alternative to microscopy in 
clinical settings where reliable microscopic diagnosis is not 
available. However, before these tests can be widely adopted, 
several issues remain to be addressed, including quality assur- 
ance of diagnostic performance and affordable cost when ap- 
plied in field conditions. 

Serological methods for diagnosis of malaria, e.g., ELISA 
and indirect immunofluorescence (IFA), are usually based on 
detection of antibodies against asexual blood stage malaria 
parasites [4]. The tests do not detect current infection but past 
exposure. However, they are useful when applied in epidemio- 
logical surveys for screening of potential blood donors and in 
providing evidence of recent infection in non-immune indi- 
viduals [5]. In addition, the tests can be applied for detection 
of hidden parasite reservoirs (malaria carriers). 

Recently, PCR-based techniques which detect parasite nucle- 
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ic acids have been developed and considered as the most spe- 
cific and sensitive diagnostic tool for malaria, particularly in 
cases with low parasitemia or mixed infection [6]. Further- 
more, the techniques have widely been applied as a diagnostic 
tool for monitoring therapeutic response and parasite resis- 
tance following treatment with antimalarial drug regimens. 
One limitation of the PCR-based methods is that the parasite 
DNA can remain in the blood stream long after infection has 
been cleared and therefore differentiating an active infection 
from a recently cleared infection is difficult. The PCR-based 
methods which detect malaria antigen detection are widely ap- 
plied as a diagnostic tool for rapid diagnosis and treatment. 
On the other hand, the ELISA-based methods which detect an- 
tibodies of all Plasmodium spp. are useful when applied as a 
screening tool for malaria infection in endemic areas, particu- 
larly for blood donation or transfusion, as well as for epidemi- 
ological investigation. 

The objective of the study was to investigate the diagnostic 
performance of nested-PCR and a recently developed serologi- 
cal ELISA-based NovaLisa test kit for diagnosis of malaria in- 
fection in an endemic area of Thailand, using microscopic 
method as the gold standard. 

MATERIALS AND METHODS 

Study area and sample collection 

The study was conducted during July 2011 and December 
2012 at Mae Sot General Hospital, Mae Sot District, Tak Prov- 
ince, Thailand, the malaria endemic area along Thai-Myanmar 
border with highest annual case incidence [7]. Approval of the 
study protocol was obtained from the Ethics Committee of the 
Ministry of Public Health of Thailand. A total of 245 blood 
samples were included in the analysis, 94 from patients with 
signs and symptoms of malaria with P. falciparum and P. vivax 
mono-infection as well as P. falciparum/P. vivax mixed infection 
(79 males and 15 females, aged 12-65 years, admission parasit- 
emia 45-17,000 ring-stage parasites/ul blood), 60 from patients 
with fever related to other infections (32 males and 28 females, 
aged 16-90 years), and 91 healthy subjects (69 males and 22 fe- 
males, aged 19-53 years). Written informed consents for study 
participation were obtained from all participants prior to the 
study. The exdusion criteria for the group with malarial infec- 
tion were those with previous antimalarial treatment or pres- 
ence of dinical signs and symptoms of severe malaria. Blood 
sample was collected from each subject through venipuncture, 



into a glass tube containing citrate (0.5 ml blood for micro- 
scopic examination), EDTA (2 ml blood for NovaLisa test kit), 
and filter paper (Whatman No. 3: 200-300 pi blood spot for 
nested-PCR). For the diagnosis by NovaLisa test kit, plasma 
sample was prepared from each blood sample through centrif- 
ugation at 3,000 g for 10 min. 

Malaria diagnosis 

Microscopic examination: Thick blood smears were prepared 
for all blood samples and stained with 10% Giemsa. The ma- 
laria parasite was detected under light microscope for both 
number and species identification. The number of parasites 
was counted against 200 leucocytes and parasite density was 
estimated by assuming 8,000 leucocytes/pl blood. Sample was 
considered negative when no parasite was detected after exam- 
ining 100 microscopic fields. The malaria microscopic exami- 
nation was performed by 2 independent experienced microsco- 
pists from Mae Sot General Hospital and Chulabhorn Interna- 
tional College of Medicine, Thammasat University, Thailand. 
Each blood slide was blinded, and the result was masked to 
both microscopists. In order to check for inter-observer vari- 
ability, a double blinded cross reading of a random sampling 
of 100 blood slides was carried out by the senior microscopist. 

Diagnosis by nested-PCR: Genomic DNA was extracted from 
each dried blood spot sample using QIAamp DNA extraction 
mini-kit (QIAGEN, Valencia, California, USA) and stored at 
-20°C until used as template for PCR amplification. Primers 
and amplification conditions used for genotyping were accord- 
ing to the previously described methods with modification [8- 
10]. All primers were obtained from Fermentas Co. Ltd. (Mary- 
land, USA). The rPLUl and rPLU5 primers were used for ampli- 
fication of the Plasmodium genomic DNA. PCR cyding condi- 
tion was as follows: denaturation at 94°C for 4 min, followed 
by 35 cydes of 94°C for 30 sec, 55°C for 1 min, 72°C for 1 min, 
and then 72°C for 4 min. For detection of P. falciparum, the PCR 
products of the first reaction were further amplified using rFALl 
and rFAL2 primers. PCR cycling condition was as follows: de- 
naturation at 94°C for 4 min, followed by 35 cydes of 94°C for 
30 sec, 55°C for 1 min, 72°C for 1 min, and then 72°C for 4 
min. 

For detection of P. vivax, the PCR products of the first reac- 
tion were further amplified using rVIVl and rVIV2 primers. 
PCR cycling conditions was as follows: denaturation at 94°C 
for 4 min, followed by 35 cycles of 94°C for 30 sec, 55°C for 1 
min, 72°C for 1 min, and then 72°C for 4 min. For detection 
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of P. makriae, the PCR products of the first reaction were fur- 
ther amplified using rMALl and rMAL2 primers. PCR cycling 
condition was as follows: denaturation at 94°C for 4 min, fol- 
lowed by 35 cycles of 94°C for 30 sec, 55°C for 1 min, 72°C for 
1 min, and then 72°C for 4 min. For detection of P. ovale, the 
PCR products of the first reaction were further amplified using 
rOVAl and rOVA2 primers. PCR cycling condition was as fol- 
lows: denaturation at 94°C for 4 min, followed by 35 cycles of 
94°C for 30 sec, 55°C for 1 min, 72°C for 1 min, and then 72°C 
for 4 min. The amplified PCR products from all steps were sep- 
arated on 1% agarose gel electrophoresis. 

Diagnosis by ELISA-based NovaLisa test kit: Malaria diagno- 
sis by NovaLisa test kit (NovaTec Immundiagnostica GmbH, 
Dietzenbach, Germany) was performed in all plasma samples 
using the method described by the manufacturer (http://www. 
novatec-id.com). Briefly, control and test blood samples (100 
pi each) were added in a 96-well plate coated with malarial- 
specific antigens (MSP1, CSP, and a chimeric multi-epitope an- 
tigen from P. falciparum and P. vivax). These antigens were used 
for antibody detection of Plasmodium spp. from clinical sam- 
ples. The formed immune complex was visualized as a blue 
color after incubation with histidine-rich protein (HRP) and 
TMB-substrate solution. The enzymatic reaction was stopped 
by adding sulphuric acid. Color change was detected with a 
varioskan flash plate reader (Thermo Fisher Scientific Inc., Mas- 
sachusetts, USA) at the wavelengths of 450/620 nm. 

Data analysis 

The diagnostic performances of nested-PCR and ELISA-based 
NovaLisa test kit were evaluated using microscopic method as 
the gold standard. Performance parameters included sensitivity, 
specificity, positive prediction value (PPV), negative prediction 
value (NPV), false positive rate, and false negative rate. Sensitiv- 
ity of the test was calculated as the number of true positives/ 
(no. of true positives+no. of false negatives) x 100. The specific- 
ity of the test was calculated as the number of true negatives/ 
(no. of true negatives+no. of false positives) x 100. PPV and 
NPV were determined from the number of true positive/ (no. of 
true positive+no. of false positive) x 100, and the number of 
true negative/(no. of true negative+no. of false negative) x 100, 
respectively. False positive and false negative rates were deter- 
mined from 1- (specificity) and 1- (sensitivity), respectively. The 
detection limit was calculated from the sample with the lowest 
parasitemia with the true positive result. Kappa statistic was ap- 
plied to investigate the consistency of results between nested- 



PCR ELISA-based NovaLisa test kit, and microscopic examina- 
tion. The strength of agreement was categorized based on the 
kappa values as follows: poorly correlated ( < 0), slightly cone- 
lated (0-0.20), fairly correlated (0.21-0.40), moderately corre- 
lated (0.41-0.60), substantially correlated (0.61-0.80), and per- 
fectly correlated (0.81-1.0). 

RESULTS 

Diagnostic performance of nested-PCR and 
ELISA-based NovaLisa test kit in comparison with the 
microscopic method 

The diagnostic performance of nested-PCR and ELISA-based 
NovaLisa test kit in the 3 groups of 245 blood samples are 
summarized in Table 1. The sensitivity, specificity, PPV, NPV, 
false positive, and false negative rates and agreement between 
tests (kappa values) of nested-PCR and ELISA-based NovaLisa 
test kit compared with the microscopic method are shown in 
Table 2. Out of 94 malaria-infected blood samples (35, 51, and 
8 samples with P. falciparum, P. vivax, and P. falciparum/P. vivax 
mixed infection, respectively), nested-PCR provided positive re- 
sults for P. falciparum, P. vivax, and P. falciparum/P. vivax mixed 
infection in 25, 53, and 16 samples, respectively. ELISA-based 
NovaLisa test kit which detects only Plasmodium genus without 
species discrimination provided positive results in 97 samples. 
For control samples from healthy subjects and patients with 
other fever-related infections, nested-PCR provided negative re- 
sults in 91 (100%) and 60 (100%), respectively, ELISA-based 
NovaLisa test kit provided negative results in 93 (102.2%) and 
55 (91.7%), respectively. 

The sensitivity and specificity of nested PCR compared with 
the microscopic method for detection of P. falciparum, P. vivax, 



Table 1. Detection of P. falciparum and P. vivax by nested-PCR 
and a new ELISA-based NovaLisa test kit 3 in comparison with the 
microscopic method 



Microscopy (no. of samples) 


Nested PCR 


NovaLisa test kit 


Plasmodium spp. 




97 a 


P. falciparum (35) 


25 




P. vivax (51) 


53 




P. falciparum and P. vivax mixed (8) 


16 




Healthy subjects (Control) (91) 


91 


93 


Patients with other fever-related 


60 


55 


infections (Control) (60) 






Total (245) 


245 


245 



'ELISA-based NovaLisa test detects only the Plasmodium genus. 
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Table 2. The test performance of nested-PCR and a new ELISA-based NovaLisa test kit for detection of P. falciparum and P. vivax in 
comparison with the microscopic method 





P. falciparum (%) 


Nested-PCR 
P. vivax (%) 


P. falciparum and 
P. vivax mixed (%) 


NovaLisa test kit (%) 


Sensitivity 


71 .4 (53.5-84.8) 


100.0(91.3-100.0) 


100.0(59.8-100.0) 


89.0 (80.7-94.6) 


Specificity 


100.0(96.9-100.0) 


98.7 (94.9-99.8) 


95.0 (90.0-97.6) 


91.6(86.0- 95.4) 


Positive predictive value (PPV) 


100.0(83.4-100.0) 


96.2 (85.9-99.3) 


50.0 (25.5-74.5) 


86.2 (77.5-92.4) 


Negative predictive value (NPV) 


93.8 (88.6-96.8) 


100.0(96.9-100.0) 


100.0(96.9-100.0) 


93.4 (88.2-96.7) 


False positive rate 


0.0 (0.0-16.6) 


3.8 (0.7-14.1) 


50.0 (25.5-74.5) 


13.8 (7.8-22.8) 


False negative rate 


6.2 (3.2-11.4) 


0.0 (0.0-3.1) 


0.0 (0.0-3.1) 


6.6 (3.4-12.2) 


Detection limit (parasites/pl) 


1 -5 parasites/pi 


1 -5 parasites/|jl 


1 -5 parasites/|jl 


Detection of antibodies against Plasmodium 


Agreement between tests kappa 


0.80 (0.69-0.92) 


0.97(0.94-1.01) 


0.64 (0.42-0.87) 


0.80 (0.69-0.92) 



Data are presented as percentage (95% confidence interval; CI) for all parameters except the detection limit (parasites/pl). 



and P. falciparum/P. vivax mixed infection were 71.4 vs 100%, 
100 vs 98.7%, and 100 vs 95.0%, respectively. The sensitivity 
and specificity of ELISA-based NovaLisa test kit compared with 
the microscopic method for detection of the Plasmodium genus 
were 89.0% and 91.6%, respectively. The detection limit of all 
methods for detecting the Plasmodium genus, either for each 
species, mixed infection/all species (for NovaLisa test kit) was 
1-5 parasites/pl. The strength of agreement between nested- 
PCR and microscopic method for detection of P. vivax was cate- 
gorized as almost perfect conelation with a kappa value of 0.97. 
The strength of agreement between both methods for detection 
of P. falciparum and P. falciparum/P. vivax mixed infection was 
categorized as substantial conelation with kappa values of 0.80 
and 0.64, respectively. For ELISA-based NovaLisa test kit, agree- 
ment with microscopic results in detecting the Plasmodium ge- 
nus was also categorized as substantial conelation with a kap- 
pa value of 0.80. 

DISCUSSION 

P. falciparum and P. vivax are the 2 major malarial species in 
Thailand with the ratio of approximately equal [11]. Co-infec- 
tion with both malarial species and infections with other spe- 
cies {P. ovale and P. malariae) account for only 8.0 [12] and less 
than 1%, respectively [13]. Results of the present study revealed 
excellent diagnostic efficiency of nested-PCR for detection of 
the 2 major malaria species in Thailand with sensitivity and 
specificity of approaching 100%. The diagnostic efficiency of 
the ELISA-based diagnostic test NovaLisa test kit in detecting all 
Plasmodium species was relatively high with regard to sensitivity 
(89.0%) and specificity (91.6%). ELISA methods have been re- 
ported to provide false negative results in detecting malaria par- 



asite in some cases with acute infection due to the immunolog- 
ical window between infection and antibody production, as 
well as the high variability of Plasmodium blood-stage antigens 
[14]. 

The diagnostic performance of nested-PCR and ELISA-based 
NovaLisa test kit observed in the present study was in agree- 
ment with that reported in previous studies [10,14]. The sensi- 
tivity of DiaMed ELISA test kit in detecting the Plasmodium ge- 
nus was shown by Doderer et al. [14] to be 84.2%. PCR and 
the ELISA-based RDTs including the Malaria Antigen Pf/ 
PanTM, Malaria Ag-Pf ™, Malaria Ag-Pv™ CareStart™, and Ma- 
laria HRP2/pLDH COMBO test kits have previously been 
shown to provide results with very good conelation with the 
microscopic method in detecting certain species of malaria 
(P<0.001) [10,15]. It was noted for the observation of a rela- 
tively better agreement between nested PCR and microscopic 
results for detecting P. vivax (kappa value = 0.97) compared 
with P. falciparum mono-infection (kappa value =0.80) and P. 
falciparum/P. vivax mixed infection (kappa value= 0.64). The di- 
agnostic efficiency of nested PCR in detecting the mixed infec- 
tion thus appeared to be relatively lower than NovaLisa test 
(kappa value = 0.80). False positive tests can occur as a result of 
cross reactivity with antibodies against Yersinia, Schistosoma and 
Entamoeba which are contaminated in urine or feces. On the 
other hand, false negative results can also be found due to bac- 
terial contamination as a result of the blockage of antibodies 
and immune-complex formation or repeated freeze-thaw cy- 
cles of the specimens. 

In conclusion, the performance of nested PCR as a malaria 
diagnostic tool is excellent with respect to its high accuracy, 
sensitivity, specificity, and ability to discriminate Plasmodium 
species. However, the test is time-consuming and relatively ex- 
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pensive, which limits the application in large scale routine ma- 
larial diagnosis [16]. The ELISA-based NovaLisa test kit provid- 
ed comparable diagnosis efficiency with nested PCR, but its rel- 
atively low cost, simplicity and rapidity enable the large scale 
application in other medical laboratories including blood bank 
screening to exclude Plasmodium-'mfeaed blood sample. In ad- 
dition, the test can be applied in epidemiological surveys for 
providing evidence of recent infection in non-immune individ- 
uals as well as in detecting and eliminating hidden parasite res- 
ervoirs (malaria carriers) [17]. 
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